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MULTI-PHASIC MICROPHOTODIODE 
RETINAL IMPLANT AND ADAPTIVE 
IMAGING RETINAL STIMULATION 
SYSTEM 


This application is a continuation of application Ser. No. 
08/642,702, filed Jun. 3, 1996, now abn. which is a 
Continuation-In-Part of U.S. patent application Ser. No. 
08/465,766, filed Jun. 6, 1995, now Џ.5. Pat. No. 5,895,415. 


BACKGROUND OF THE INVENTION 


The present invention is a medical product that can be 
used to correct vision loss or even complete blindness 
caused by certain retinal diseases. A variety of retinal 
diseases cause vision loss or blindness by destruction of the 
vascular layers of the eye including the choroid, 
choriocapillaris, and the outer retinal layers including 
Bruch’s membrane and retinal pigment epithelium. Loss of 
these layers is followed by degeneration of the outer portion 
of the inner retina beginning with the photoreceptor layer. 
Variable sparing of the remaining inner retina composed of 
the outer nuclear, outer plexiform, inner nuclear, inner 
plexiform, ganglion cell and nerve fiber layers, may occur. 
The sparing of the inner retina allows electrical stimulation 
of this structure to produce sensations of light. 


Prior efforts to produce vision by electrically stimulating 
various portions of the retina have been reported. One such 
attempt involved an externally powered photosensitive 
device with its photoactive surface and electrode surfaces on 
opposite sides. The device theoretically would stimulate the 
nerve fiber layer via direct placement upon this layer from 
the vitreous body side. The success of this device is unlikely 
due to it having to duplicate the complex frequency modu- 
lated neural signals of the nerve fiber layer. Furthermore, the 
nerve fiber layer runs in a general radial course with many 
layers of overlapping fibers from different portions of the 
retina. Selection of appropriate nerve fibers to stimulate to 
produce formed vision would be extremely difficult, if not 
impossible. 

Another device involved a unit consisting of a supporting 
base onto which a photosensitive material such as selenium 
was coated. This device was designed to be inserted through 
an external scleral incision made at the posterior pole and 
would rest between the sclera and choroid, or between the 
choroid and retina. Light would cause a potential to develop 
on the photosensitive surface producing ions that would then 
theoretically migrate into the retina causing stimulation. 
However, because that device had no discrete surface struc- 
ture to restrict the directional flow of charges, lateral migra- 
tion and diffusion of charges would occur thereby prevent- 
ing any acceptable resolution capability. Placement of that 
device between the sclera and choroid would also result in 
blockage of discrete ion migration to the photoreceptor and 
inner retinal layers. That was due to the presence of the 
choroid, choriocapillaris, Bruch’s membrane and the retinal 
pigment epithelial layer all of which would block passage of 
those ions. Placement of the device between the choroid and 
the retina would still interpose Bruch’s membrane and the 
retinal pigment epithelial layer in the pathway of discrete ion 
migration. As that device would be inserted into or through 
the highly vascular choroid of the posterior pole, 
subchoroidal, intraretinal and intraorbital hemorrhage would 
likely result along with disruption of blood flow to the 
posterior pole. One such device was reportedly constructed 
and implanted into a patient’s eye resulting in light percep- 
tion but not formed imagery. 
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A photovoltaic device artificial retina was also disclosed 
in U.S. Pat. No. 5,024,223. That device was inserted into the 
potential space within the retina itself That space, called the 
subretinal space, is located between the outer and inner 
layers of the retina. The device was comprised of a plurality 
of so-called Surface Electrode Microphotodiodes 
(“ЅЕМСР5”) deposited on a single silicon crystal substrate. 
SEMCPs transduced light into small electric currents that 
stimulated overlying and surrounding inner retinal cells. 
Due to the solid substrate nature of the SEMCPs, blockage 
of nutrients from the choroid to the inner retina occurred. 
Even with fenestrations of various geometries, permeation 
of oxygen and biological substances was not optimal. 


Another method for a photovoltaic artificial retina device 
was reported in U.S. Pat. No. 5,397,350, which is incorpo- 
rated herein by reference. That device was comprised of a 
plurality of so-called Independent Surface Electrode Micro- 
photodiodes (ISEMCPs), disposed within a liquid vehicle, 
also for placement into the subretinal space of the eye. 
Because of the open spaces between adjacent ISEMCPs, 
nutrients and oxygen flowed from the outer retina into the 
inner retinal layers nourishing those layers. In another 
embodiment of that device, each ISEMCP included an 
electrical capacitor layer and was called an ISEMCP-C. 
ISEMCP-Cs produced a limited opposite direction electrical 
current in darkness compared to in the light, to induce visual 
sensations more effectively, and to prevent electrolysis dam- 
age to the retina due to prolonged monophasic electrical 
current stimulation. 


These previous devices (SEMCPs, ISEMCPs, and 
ISEMCP-Cs) depended upon light in the visual environment 
to power them. The ability of these devices to function in 
continuous low light environments was, therefore, limited. 
Alignment of ISEMCPs and ISEMCP-Cs in the subretinal 
space so that they would all face incident light was also 
difficult. 


SUMMARY OF THE INVENTION 


This invention is, among other things, a system that 
allows for implantation of microscopic implants into the 
diseased eye so that the system can function in continuous 
low light levels, and also produce improved perception of 
light and dark details. This invention has two basic compo- 
nents: (1) multi-phasic microphotodiode retinal implants 
(“MMRIs”) of microscopic sizes that are implanted into Ше 
eye, and (2) an externally worn adaptive imaging retinal 
stimulation system (“AIRES”) that, among other things, 
uses infrared light to stimulate the MMRIS to produce “dark 
current" in the retina during low light conditions, and to 
improve perception of light and dark details. 

In its basic form, a MMRI of this invention has, depend- 
ing upon its orientation, a PIN configuration where the 
P-side of the implant has light filter layer that permits visible 
light to pass, and where the N-side of the implant has a light 
filter that permits only infrared (“ТК”) light to pass, and 
preferably only selected wavelength(s) of IR light. In 
practice, a population of such MMRIs are implanted in the 
so-called “subretinal space" between the outer and inner 
retina in the eye such that, randomly, about half of them (i.e. 
the first subpopulation) will be oriented so that their P sides 
face light incident to the eye, and about the other half (i.e. 
the second subpopulation) will be oriented so that their 
N-sides face light incident to the eye. 

In this location and orientation, the first subpopulation of 
MMRIs convert energy from incoming visible light into 
small electrical currents to stimulate the sensation of light in 
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the eye to produce formed vision. In other words, the first 
subpopulation converts visible light to electrical current to 
stimulate the retina with “light currents” to induce the 
perception of visible light. The second subpopulation of 
MMRISs converts infrared light provided by AIRES into 
electrical currents to stimulate the retina with “dark cur- 
rents” during low light conditions to induce the perception 
of darkness. 


The adaptive imaging retinal stimulation system or 
AIRES is comprised of a projection and tracking optical 
system (“PTOS”), a neuro-net computer (“NNC”), ап imag- 
ing CCD camera (“МССР”), and an input stylus pad 
(“ISP”). 

In one embodiment of this invention, each microscopic 
implant comprises plural paired MMRI subunits disposed 
together in a single flattened cubic unit. The microscopic 
implants are fabricated so that each MMRI member of each 
pair has its positive pole electrode on one of the flattened 
surfaces, and its negative pole electrode on the other flat- 
tened surface. Each MMRI member of each pair is disposed 
so that it is oriented in the opposite direction from the other 
MMRI member of the pair, the negative (N) electrode of the 
first MMRI pair member being on or close to the same 
surface as the positive (P) electrode of the second MMRI 
pair member, and the positive electrode of the first MMRI 
pair member being on or close to the same surface as the 
negative electrode of the second MMRI pair member. Each 
of the flattened sides of a single microscopic implant 
therefore, has at least one associated positive microphoto- 
diode electrode from one MMRI and one negative micro- 
photodiode electrode from another MMRI. This symmetry 
ensures that each such microscopic implant functions in 
exactly the same manner regardless of which of the flattened 
surfaces faces incident light. Multiple layer dielectric filters 
are disposed on the P surfaces and N surfaces of the MMRI 
subunits to allow visible light (400 to 740 nm) to pass 
through to the Р surfaces and infrared light (740—900 nm) to 
pass through to the N surfaces. In this manner, the PiN 
configuration of each MMI subunit responds to visible light 
while the NiP configuration responds to infrared light. 


In a modification of this embodiment, a common 
electrode, on each side of the implant, connects the positive 
pole electrode of one MMRI member to the negative pole 
electrode of the second MMRI member on the same side. 


In the preferred embodiment, the flattened microscopic 
implant structures typically have a thickness to width and 
depth ratio of 1:3 and have a preference to orient themselves, 
within the subretinal space, with one of their flattened 
photoactive surfaces positioned to accept incident light. The 
P and N electrodes of each MMRI subunit, and/or the 
common electrode connecting the P and N electrodes, are on 
or close to the microscopic implant’s light sensitive sur- 
faces. Electric currents produced by the PiN configuration 
will stimulate the sensation of “light” in the overlying and/or 
adjacent retinal cells, while electric currents produced by the 
NiP configuration will stimulate the sensation of “darkness” 
in the vicinity of those same cells. 


The power for the “light currents” is derived from the 
visible spectrum of light from incoming images. The power 
for the “dark currents” is provided by superimposed infrared 
(JR) light and/or images projected into the eye by an external 
computer-controlled optical headset system. This external 
computer controlled headset projection system is the second 
component of the artificial retinal device of this invention 
and is called the Adaptive Imaging Retinal Stimulation 
System “AIRES”. 
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AIRES is comprised of component sub-systems of: a 
Projection and Tracking Optical System (PTOS), a Neuro- 
Net Computer (NNC), an Imaging CCD Camera (IMCCD), 
and an Input Stylus Pad (ISP). During operation, AIRES 
“sees” and interprets details and characteristics of images 
via its own IMCCD and processes this information with its 
NNC. It then projects modulated infrared light and/or 
images, and visible light images if necessary into the eye to 
modify implant function. By the use of a partially reflective 
and transmissive mirror in the PTOS, AIRES projects IR and 
visible light/images that are superimposed over the visible 
spectrum images passing into the eye from the environment. 
Initially, AIRES will be programmed using “patient input” 
from an input device, such as a stylus pad, to “train” the 
NNC on how to modify implant function to produce accu- 
rate images. After training, AIRES will have an improved 
capability to modulate implant function with little additional 
patient assistance. The primary advantages of this MMRI 
plus AIRES combination system over the previous art is that 
the combined system can still function in low light envi- 
ronments and that “light” and “dark” currents may be finely 
tuned by AIRES to provide optimal images. The production 
of opposing light and dark currents will also decrease any 
damaging effects from electrolysis, and improve implant 
biocompatibility. 

In the preferred embodiment, the AIRES PTOS headset is 
worn by the patient, and projects variable intensity IR and 
visible-light images and illumination into the eye, by using 
an IR and visible-light capable CRT (IRVCRT). These IR 
and visible-light images and illumination will modify the 
function of the MMRI subunits of the implant by modulating 
their current output. In darkness, IR illumination is the 
predominate power source and powers the MMRI NiP 
configuration to produce electric currents that will stimulat- 
ing the visual sensation of darkness. However, the IR 
induced NiP current is modified by the PTOS through NNC 
control, based upon information provide by the PTOS’s 
ambient light sensors and IMCCD. Under bright lighting 
conditions, a higher current will be induced in the MMRI 
PiN configuration by ambient light, and will offset a modu- 
lated lower MMRI NiP current. This produces a net percep- 
tion of light. Because images in the normal environment 
have constantly changing light and dark qualities, the 
implants will also rapidly change their electrical outputs 
between “light currents” and “dark currents”. Modulation of 
the implant “light current” can also be performed by the 
AIRES PTOS by projecting additional visible light images, 
superimposed over the ambient light images. 

During operation, AIRES uses its NNC to process digi- 
tized images provided by its IMCCD. In the preferred 
embodiment, AIRES projects superimposed, real-time- 
video, visible and infrared images onto the retinal implants. 
These images may be displayed either simultaneously or in 
rapid succession from the IRVCRT. Alternatively, any 
appropriate display device such as a filtered active matrix 
LCD, LED display, or filtered plasma display may be used 
to produce the visible and IR light and images. AIRES 
controls the PTOS projected images by changing their 
wavelengths, intensity, duration, and pulse frequency. A 
patient input device (e.g. an Input Stylus Pad) is also 
interfaced with the NNC and allows the patient to modify the 
IR and visible light images produced by the PTOS headset. 
This patient “feedback” is analyzed by the AIRES NNC, 
then compared with the computer processed images from the 
IMCCD, and the differences learned by the AIRES Neuro- 
Net software. After a teaching period, the NNC is able to 
automatically adjust the computer generated visible and IR 
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images to improve image quality without assistance by the 
patient. By adjusting the stimulating frequency and duration 
of the PTOS IR and visible images, AIRES will also be able 
to stimulate the sensation of color in some patients. This is 
in a manner similar to color sensations induced in normal 
sighted persons, by using a spinning black and white Ben- 
ham top, or by using frequency modulated black and white 
television monitors. 


The MMRI and AIRES components of this invention 
differ from the previous art primarily in the following ways. 
Visible and infrared images and light are used to selectively 
modulate MMRI function. A MMRI can be stimulated with 
light from either of its two photoactive sides and produce 
localized stimulating electric current from both sides. The 
flattened shapes of the MMRIs allow preferential orientation 
of the devices toward incident light when disposed in the 
subretinal space. Using the AIRES system, electrical output 
from MMRIs can be programmed for individual patient 
needs. The design of the MMRIS also allows the alternative 
to use them to stimulate the nerve fiber layer, ganglion cell 
layer, or inner plexiform layer of retina from vitreous body 
side; or to use them to stimulate the remnant photoreceptor 
layer, bipolar cell layer, or the inner plexiform layer from the 
subretinal space, by reversing their polarities during fabri- 
cation. The biphasic nature of the electrical current output 
from MMRIs are also better tolerated biologically than the 
mostly monophasic nature of electrical stimulation of the 
previous art. 


BRIEF DESCRIPTION OF THE DRAWINGS 


FIG. 1 is a plan view of one embodiment of the micro- 
photodiode retinal implant of this invention (MMRI); 

FIG. 2 is a cross-section taken along the plane of the line 
II—II of FIG. 1; 

FIG. 3 is a plan view of a second embodiment of this 
invention (MMRI-E); 

FIG. 4 is a cross-section taken along the plane of the line 
IV—IV of FIG. 3; 


FIG. 5 shows the manufacturing process of the micro- 
photodiode retinal implant of FIG. 1 (MMRI); 

FIG. 6 is a plan view of a third embodiment of this 
invention (MMRI-4), which is composed of two pairs of 
MMRI subunits; 

FIG. 7 is a perspective view in cross-section taken along 
the plane of line VI—VI of FIG. 6; 


FIG. 8 is a plan view of a fourth embodiment of this 
invention (MMRI-4E), which is composed of two pairs of 
MMRI-E subunits; 


FIG. 9 is a perspective view in cross-section taken along 
the plane of line VIII—VIII of FIG. 8; 

FIG. 10 shows three dimensional and plan views, and a 
magnified inset view of a 3 inch silicon wafer secured onto 
a thicker 4 inch silicon wafer during the manufacture of the 
microphotodiode retinal implants (MMRI-4) of FIG. 6; 

FIG. 11 shows the microphotodiode retinal implants 
(MMRI-4) of FIG. 6 implanted in the preferred location of 
the subretinal space; 

FIG. 12 shows the microphotodiode retinal implants 
(MMRI-4) of FIG. 6 implanted in an alternate location, on 
the nerve fiber layer surface of the retina; 

FIG. 13 shows a plan view of a fifth embodiment of the 
microphotodiode implant of this invention (MMRI-IPV); 

FIG. 14 is a cross-section take along the plane of line 
Х—Х of FIG. 13. 
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FIG. 15 shows a plan view of a sixth embodiment of the 
microphotodiode implant of this invention (MMRI-IPIR); 


FIG. 16 is a cross-section taken along the plane of line 
XII—XII of FIG. 15; 


FIG. 17 shows a plan view of a seventh embodiment of 
the microphotodiode implant of this invention (MMRI- 
IPVIR-A); 

FIG. 18 is a cross-section taken along the plane of line 
XIV—XIV of FIG. 17; 


FIG. 19 shows a plan view of a eighth embodiment of the 
microphotodiode implant of this invention (MMRI-IPVIR- 
В); 

FIG. 20 is а cross-section taken along Ше plane of line 
XVI—XVI of FIG. 19; 


FIG. 21 is a cross-section of the retina showing the 
microphotodiode implants of FIG. 17 (MMRI-IPVIR-A) in 
their preferred location in the subretinal space, with their 
electrodes penetrating into the sublamina B, and sublamina 
A locations of the inner plexiform; 


FIG. 22 is a cross-section of the retina showing the 
microphotodiode implants of FIG. 17 with reversed polari- 
ties (MMRI-PVIR-AR), in a ninth embodiment of this 
invention, in their preferred location on the nerve fiber layer 
surface, with their electrodes penetrating into the sublamina 
B, and sublamina A location of the inner plexiform; 

FIG. 23 is a generalized schematic diagram of the Adap- 
tive Imaging Retinal Stimulation System (AIRES) showing 
its component sub-systems of: 

the Projection and Tracking Optical System (PTOS), the 
Neuro-Net Computer (NNC), and the Input Stylus Pad 
(ISP). Q-SEMCPs are shown implanted in the eye; 

FIGS. 24A-D shows а PTOS device configured as a 
glasses headset, and the schematic of its optics; 

FIG. 25 shows the components of the AIRES system, 
consisting of the PTOS, the NNC, and ISP. 

FIG. 26 is a plan view (containing a detail exploded inset 
view) of a large wafer containing a ninth embodiment of an 
implant of this invention (“MMRI-OPSISTER-D”). 

FIGS. 27A-E are perspective views in cross-section taken 
along the plane of line XXVI—XXVI of FIG. 26 showing 
the fabrication steps an the MMRI-OPSISTER-D of FIG. 
26. 

FIG. 28 shows MMRI-OPSISTER-D devices used in a 
small chip with a beveled edge and implanted into the 
subretinal space. 


DETAILED DESCRIPTION OF THE 
PRESENTLY PREFERRED EMBODIMENTS 


In a preferred embodiment of this invention (FIGS. 1-2), 
each microphotodiode implant (106) is fabricated as a 
flattened cubic device (hereafter MMRI) containing a single 
two-side microphotodiode. In this preferred embodiment, 
each MMRI (106) forms the shape of a flattened cube with 
rounded corners and edges, and is sized in microscopic 
dimensions, and is a physically independent unit. MMRIs 
(106) may function as a PiN or NiP device, depending upon 
which of its two photosensitive sides, the P-side (107а) ог 
the N-side (1075) is stimulated by visible and/or infrared 
light (108). From top to bottom, the layers of the MMRI 
(106) include the P electrode (110) preferably made of P 
doped polysilicon, a multilayer dielectric filter (122) to 
allow passage of only visible light (400 nm to 740 nm) to the 
next P+ layer (112), a contact pad (114) fabricated from any 
or all or compounds of the following: gold, aluminum, 
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titanium, and chromium, to establish electrical contact 
between layers (110) and (112), an intrinsic layer (126) 
which forms naturally between the P+ layer (112) and the 
N-type silicon substrate (128), a N+ layer (118), a multilayer 
dielectric filter (124) to allow passage of only infrared light 
(740 nm to 900 nm) to the N+ layer (118), a contact pad 
(120) fabricated from any or all compounds of the follow- 
ing: gold, aluminum, titanium, and chromium to establish 
electrical contact between the N+ layer (118) and the last 
layer that is the N electrode (116), preferably made of 
N-doped polysilicon. 

Although FIGS. 1-2 shows that the P electrode (110) and 
the N electrode (116) cover the entire surface of the MMRI 
(106), in alternate embodiments, the P electrode (110) may 
cover a fraction of the photosensitive side P-side (1074), and 
the N electrode (116) may cover a fraction of the photosen- 
sitive side N-side (107b). These fractions may range from 
0.1% to 99.9%. The purpose of fractional coverage of the P 
electrode (110) and N electrode (116) is to allow concen- 
tration of electric currents produced by the MMRI (106). 
Also as shown in FIGS. 1-2, the width and depth of the 
MMRI (106) are the same dimensions and may vary 
between 5 um and 100 um, and the height is 25% to 50% that 
of the width and depth. However, in alternate embodiments, 
ММЕ (106) may be manufactured as small as 1 ит and as 
large as 2000 um in depth and width, and the width and 
depth need not be the same; and the height of the MMRI may 
be from 146 to 50046 of the width and depth. Preferably, the 
MMRI N-type silicon substrate (128) has an ohmic resistive 
value between 50 and 2000 ohm-cm2. However, in alternate 
embodiments, the MMRI N-type substrate (128) may have 
ohmic resistive values of between 1 ohm-cm2 and 100,000 
ohm-cm2. The designed and preferred electric current out- 
put of each MMRI (106) is on the order of 1 to 5000 nA 
depending on incident lighting (108). Nevertheless, a range 
of 0.01 nA to 200,000 nA is also suitable. 

In a second embodiment of this invention (MMRI-E) 
(FIGS. 3-4), the MMRIs of FIGS. 1-2 are fabricated so that 
the polysilicon layer 110 is sandwiched between the multi- 
layer dielectric visible light filter layer 122 and the Р+ layer 
112, and the polysilicon layer 116 is sandwiched between the 
multi-layer dielectric IR filter layer 124 and the N+ layer 
124. The aluminum contact pads 114 and 120 of FIGS. 1-2 
are not be needed in this embodiment. This embodiment 
results in MMRI-Es which predominately stimulated retinal 
cells adjacent to the MMRI-Es rather than on top of the 
MMRI-Es. This second embodiment is used in those patients 
where side simulation will induce better vision than top 
stimulation. The remaining layers of the intrinsic layer 126, 
and the N-type silicon substrate layer 128, the P-side 107a, 
and the N-side 107b are unchanged. 

FIG. 5, A through L illustrates the manufacturing steps of 
the preferred MMRIs. As shown in FIG. 5A, a 3" float zone 
1-0-0 N-type silicon wafer (140) at 200 to 400 ohm-cm is 
thinned to 8 um, and a silicon support ring (142) 0.4" to 0.5" 
wide (prepared by chemical etch and channel stop tech- 
niques to have 30—40 degree i.d. taper) is then oxide bonded 
to target wafer (140). As shown in FIG. 5B, Р+ layer (144) 
is ion implanted to 0.2 um depth on one side of the wafer 
(140). The other side is masked from the implantation. As 
shown in FIG. 5C, wafer (140) is flipped over and the N+ 
layer (146) is ion implanted to 0.2 ит depth on the second 
side. The first Р+ side (144) is masked from implantation. 

As shown in FIG. 5D, both the P+ (144) and N+ (146) 
layers are thermally driven to 0.5 иш to 0.6 um depth. As 
shown in 5E, Multiple alternating layers of TiO, and quartz 
are evaporation deposited to produce an interference filter 
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(148) to pass 400—740 nm visible light, but stops 740—900 
nm IR light on the Р+ side (144). The total thickness of this 
dielectric layer (148) is about 3.5 to 5 иш. As shown in FIG. 
5Е, the wafer is flipped over to expose the N+ side (146) and 
multiple alternating layers of TiO, are evaporation deposited 
to produce a interference filter (150) which passes 740 900 
nm IR light, but stops 400-740 nm visible light on the М+ 
side (146). Total thickness of this dielectric layer (150) is 
about 2-3 um. In FIG. 5G, photoresist is spun-on and both 
sides of the wafer (140) are patterned with 8 итх8 um 
contact holes (152) which penetrate the interference films 
(148 and 150) to the P+ layer (144) and the N+ layer (146), 
with hole spacing of 50 um in a square grid fashion. As 
shown in FIG. 5H, 1.0 ит of aluminum (152) is deposited 
to both sides of the wafer (140). In FIG. 5I, photoresist is 
spun-on and both sides of the wafer (140) are patterned to 
leave 12 umx12 ит aluminum contact pads (154) over all 
the 8 umx8 um contact holes, and then thermally drive in the 
aluminum. In FIG. 5J, plasma assisted, low pressure, chemi- 
cal vapor deposition is used to deposit 0.2 um to 0.5 um of 
P+ polysilicon (156) on the P+ side interference filter (148) 
of the wafer (140) to establish electrical contact with the 
aluminum contact pads (154), at 250? 300? C. The other side 
of wafer is masked. In FIG. 5K, plasma assist, low pressure, 
chemical vapor is used to deposit 0.2 ит to 0.5 um of N+ 
polysilicon (158) on М side interference filter (150) of the 
wafer (140) to establish electrical contact with the aluminum 
contact pads (154), at 250? 300? C. The other side of wafer 
is masked. In FIG. 5L, the 3 inch wafer is eximer laser cut 
into 50 umx50 ит squares (160) with one contact pad 
centered on each side of every square. The final cleaned, 
washed, and recovered squares are MMRIs. The MMRIs 
may be briefly tumbled in a glass container using ultrasonic 
energy to slightly round off the sharp corners and edges of 
the devices. 

FIGS. 6-7 illustrate the layered microarchitecture of a 
third embodiment of the artificial retina device of this 
invention, designated at (8), and is referred to for conve- 
nience as a MMRI-4 to distinguish it from other embodi- 
ments of this invention. MMRI-4 (8) forms the shape of a 
flattened cube with rounded corners and edges, and is sized 
in microscopic dimensions. It is comprised of four micro- 
photodiode subunits (10ax2 and 10bx2). Each microphoto- 
diode subunit (10a or 105) of the MMRI-4 (8) may be а PiN 
or NiP device, depending upon which of its photosensitive 
surfaces is oriented toward light (12). For example, as 
shown in FIG. 7, the near left microphotodiode (10a) is 
behaving as a PiN subunit, because the Р+ tub (14) is facing 
incident light (12). In contrast, the near right microphoto- 
diode (105) is behaving as a NiP subunit because its N+ tub 
(18) is facing incident light (12). It can be readily 
appreciated, that if the MMRI-4 (8) is flipped over, the 
microphotodiode subunit (10а) will have its N+ tub (18) 
facing incident light and will therefore behave as a NiP 
device. Similarly, when flipped over, the microphotodiode 
subunit (105) will have a P tub (14) facing incident light and 
will behave as a PiN device. 

Further illustrated in FIGS. 6—7, the MMRI-4 (8) in its 
basic form contains four positive (P) electrodes (13) dis- 
posed on the four Р+ tub (14) surfaces on the top and bottom 
sides of the MMRI-4 (8) (note the bottom structure of the 
two rear microphotodiode subunits cannot be seen in FIG. 7) 
The P electrodes (13) are preferably made of P doped 
polysilicon, produced by chemical vapor deposition, and are 
deposited on the inner corners of the Р+ tubs (14). Inter- 
posed between the P electrodes (13) and the P-- tubs (14), is 
a layer of gold, titanium or chromium (14a) to promote 
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adhesion and to act as a light block. The MMRI-4 (8) also 
contains four negative (N) electrodes (16) disposed on the 
four N+ tub (18) surfaces. The N electrodes (16) are pref- 
erably made of N-doped polysilicon, produced by chemical 
vapor deposition, and are deposited on the inner corners of 
the N+ tubs (18). Interposed between the N electrodes (16) 
and the N+ tubs (18) is also a layer of gold, titanium or 
chromium (14a) to promote adhesion and to act as a light 
block. 

Alternatively, the P electrodes (13), and N electrodes (16) 
may be constructed of any suitable material that will conduct 
electric current. These conductive materials may include, 
but are not limited to, gold, chromium, aluminum, iridium, 
and platinum or any combination or compounds made from 
these materials. The P electrodes (13) and the N electrodes 
(16) may cover any fraction, from 0.1% to 99.9%, of their 
respective P+ tub (14) or N+ tub (18) surfaces. Filter layers 
(20) are disposed on the portion of the Р+ tub (14) surfaces 
not covered by the P electrodes (13). These filter layers (20) 
are preferably fabricated from multi-layer dielectric coatings 
and allow passage of only visible light (400 nm to 740 nm) 
to the Р+ tub (14) surfaces. Filter layers (22) are disposed on 
the N+ tub (18) surfaces not covered by the N electrodes 
(16). These filter layers (22), are also preferably fabricated 
from multi-layer dielectric coatings and allow passage of 
only infrared light (740 to 900 nm) to the М+ tub (18) 
surfaces. Under each P+ tub (14), an intrinsic layer (15) 
forms naturally between the P-- tub (14) and the N-type 
silicon substrate (25). The N+ tub layers (18) are created by 
ion implantation of additional N-type phosphorus into the 
N-type silicon substrate (25). Ion implantation of P-type 
boron around each MMRI-4 subunit (10ax2, 10bx2) pro- 
duces a channel stop (24) to electrically separate the micro- 
photodiode subunits from each other. Outside the channel 
stop material (24) is surrounding N-type silicon substrate 
(256). 

In the embodiment of Ше invention shown in FIGS. 6-7, 
the width and depth of the MMRI-4 (8) are the same 
dimensions and are between 10 and 50 microns, and the 
height is 25% to 50% that of the width and depth. This 
flattened cubic configuration will allow one or the other of 
the two flattened photoactive sides of the MMRI-4 (8) to be 
preferentially directed to incident light (12), when the 
MMRI-4 (8) is implanted in the subretinal space. MMRI-4s 
(8) may be manufactured as small as 1 micron and as large 
as 1000 microns in depth and width, and the width and depth 
need not be the same; further the height of the MMRI-4 may 
be from 1% to 500% of the width and depth. In the 
embodiment of FIGS. 6-7, the MMRI-4 N type substrate (25 
and 25b) has an ohmic resistive value between 50 and 2000 
ohm-cm*. However, the MMRI-4 N-type substrate (25 and 
25b I may have ohmic resistive values of between 1 ohm- 
ст? and 100,000 ohm-cm?. The designed and preferred 
electric current output of each MMRI-4 subunit micropho- 
todiode (10a or 106) is on the order of 1 to 5000 nA 
depending on incident lighting (12). Nevertheless, a range of 
0.01 nA to 200,000 nA may also be suitable. The MMRI-4 
(8) may also be modified to achieve greater or lesser 
electrical output by changing the area of each P electrode 
(13), and/or the N electrode (16) relative to the area of their 
respective P+ tub (14) and N+ tub (18). 

FIGS. 8-9 illustrate the layered microarchitecture of a 
fourth embodiment of the artificial retina device of this 
invention, designated at (8a), and is referred to for conve- 
nience as à MMRI-4E to distinguish it from other embodi- 
ments of this invention. MMRI-4E (8a) forms the shape of 
a flattened cube with rounded corners and edges, and is sized 
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in microscopic dimensions. It is comprised of four micro- 
photodiode subunits (10ax2 and 10bx2). Each microphoto- 
diode subunit (10a or 105) of the MMRI-4E (8a) may be a 
PiN or NiP device, depending upon which of its photosen- 
sitive surfaces is oriented toward light (12). For example, as 
shown in FIG. 9, the near left microphotodiode (10a) is 
behaving as a PiN subunit, because the P+ tub (14) is facing 
incident light (12). In contrast, the near right microphoto- 
diode (105) is behaving as а NiP subunit because its N+ tub 
(18) is facing incident light (12). It can be readily 
appreciated, that if the MMRI-4E (8а) is flipped over, the 
microphotodiode subunit (10а) will have its N+ tub (18) 
facing incident light and will therefore behave as a NiP 
device. Similarly, when flipped over, the microphotodiode 
subunit (105) will have a P+ tub (14) facing incident light 
and will behave as a PiN device. 

Further illustrated in FIGS. 8—9, the MMRI-4E (8а) in its 
basic form contains four transparent positive (P) electrodes 
(13) disposed on the four P+ tub (14) surfaces on the top and 
bottom sides of the MMRI-4E (8а) (note the bottom struc- 
ture of the two rear microphotodiode subunits cannot be 
seen in FIG. 9). The transparent P electrodes (13) are 
preferably made of P doped polysilicon, produced by chemi- 
cal vapor deposition, and are deposited on the P+ tubs (14). 
The MMRI-4E (8a) also contains four transparent negative 
(N) electrodes (16) disposed on the four N+ tub (18) 
surfaces. The transparent N electrodes (16) are preferably 
made of N-doped polysilicon, produced by chemical vapor 
deposition, and are deposited on the N+ tubs (18). 

Alternatively, the P electrodes (13), and N electrodes (16) 
may be constructed of any suitable material that can be 
deposited in a thin transparent layer, and that will conduct 
electric current. These conductive materials may include, 
but are not limited to, gold, chromium, aluminum, iridium, 
and platinum or any combination or compounds made from 
these materials. Filter layers (20) are disposed on the P 
electrodes (13). These filter layers (20) are preferably fab- 
ricated from multi-layer dielectric coatings and allow pas- 
sage of only visible light (400 nm to 740 nm) through to the 
transparent P electrodes (13) and then to the P+ tub (14) 
surfaces. Filter layers (22) are disposed on the N+ tub (18) 
surfaces. These filter layers (22), are also preferably fabri- 
cated from multi-layer dielectric coatings and allow passage 
of only infrared light (740 to 900 nm) through to the 
transparent N electrodes (16) and then to the N+ tub (18) 
surfaces. Under each P+ tub (14), an intrinsic layer (15) 
forms naturally between the P+ tub (14) and the N-type 
silicon substrate (25). The N+ tub layers (18) are created by 
ion implantation of additional N-type phosphorus into the 
N-type silicon substrate (25). Ion implantation of P-type 
boron around each MMRI-4 subunit (10ax2, 10bx2) pro- 
duces a channel stop (24) to electrically separate the micro- 
photodiode subunits from each other. Outside the channel 
stop material (24) is surrounding N-type silicon substrate 
(25b). 

In the embodiment of the invention shown in FIGS. 8-9, 
the width and depth of the MMRI-4E (8a) are the same 
dimensions and are between 10 and 50 microns, and the 
height is 25% to 5090 that of the width and depth. This 
flattened cubic configuration will allow one or the other of 
the two flattened photoactive sides of the MMRI-4E (8a) to 
be preferentially directed to incident light (12), when the 
MMRI-4E (Ва) is implanted in Ше subretinal space. MMRI- 
4Es (8a) may be manufactured as small as 1 micron and as 
large as 1000 microns in depth and width, and the width and 
depth need not be the same; further the height of the 
MMRI-4E may be from 190 to 500% of the width and depth. 
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In the embodiment of FIGS. 8—9, the MMRI-4E N type 
substrate (25 and 25b) has an ohmic resistive value between 
50 and 2000 ohm-cm*. However, the MMRI-4E N-type 
substrate (25 and 25b) may have ohmic resistive values of 
between 1 ohm-cm? and 100,000 ohm-cm*. The designed 
and preferred electric current output of each MMRI-4E 
subunit microphotodiode (10a or 106) is on the order of 1 to 
5000 nA depending on incident lighting (12). Nevertheless, 
a range of 0.01 nA to 200,000 nA may also be suitable. The 
MMRI-4E (8a) may also be modified to achieve greater or 
lesser electrical output by changing the thickness and there- 
fore the transparency of each P electrode (13), and/or the N 
electrode (16). 

In FIG. 10, and FIG. 10 inset, the manufacture of the 
preferred MMRI-4s (8) is illustrated. The first stage in the 
manufacture of MMRI-4s begins with a three-inch diameter 
N type 1-0-0 silicon wafer (30) that is 8 microns thick. This 
wafer (30) is secured around its circumference to a four-inch 
wafer (34) approximately 500 microns thick, with titanium 
pins (32). As shown in the FIG. 10 inset, a plurality of 
N-type square island groups (8) that eventually become the 
MMRI-4s are isolated from the surrounding N-type sub- 
strate (25b) by ion implantation of P-type boron channel 
stops (24) from both sides. The channel stops (24) are heat 
driven through the entire thickness of the three-inch diam- 
eter wafer (30) to isolate four square columns of N-type 
silicon substrate (25) per square island (8). Each square 
column (25) is 11 microns per side and separated from 
adjacent square columns (25) of the same MMRI-4 (8) by 1 
micron of P-type silicon channel stop (24). The resultant 
square islands (8), including the channel stops (24) are 21 
microns per side. The square islands (8) are separated from 
each other by 1 micron of N-type silicon substrate (25b). 
Alignment holes (36) are excimer laser drilled through the 
three-inch wafer (30). These holes (36) facilitate alignment 
of fabrication masks from either side of the three-inch wafer 
(30). 

The Р+ tubs (14) shown in FIG. 7 are created by ion 
implantation and thermal diffusion of P-type boron into the 
N-type substrate square columns (25). Two Р+ tubs (14) are 
formed on each side of the MMRI-4 square island (8) and 
are arranged diagonally to each other. Intrinsic layers (15) 
automatically form between the Р+ tubs (14) and the N type 
silicon substrate of the square columns (25). The N+ tubs 
(18) are created by ion implantation and thermal diffusion of 
additional N-type phosphorus into the N-type silicon sub- 
strate square columns (25) from the opposite side of the Р+ 
tubs (14). After deposition of a gold, chromium or titanium 
layer (14a) to improve adhesion and to act as a light block 
on the inner corners of all the P+ tubs (14) and N+ tubs (18), 
P-doped polysilicon electrodes (13) and the N-doped poly- 
silicon electrodes (16), each covering 1046 of the Р+ tub (14) 
and N+ tub (18) surfaces are then deposited on their respec- 
tive Р+ tubs (14) and М+ tubs (18). The three-inch wafer 
(30), still secured on the four-inch support wafer (34), of 
FIG. 10 is then transferred to a vacuum deposition chamber 
where multilayer dielectric coatings (20), that bandwidth 
pass visible light (400—740 nm) are deposited on the P-- tubs 
(14) and multilayer dielectric coatings (22) that bandwidth 
pass infrared light are deposited on the М+ tubs (18). The 
three-inch wafer (30) is then flipped over and re-secured on 
the four-inch support wafer (34). Again, multilayer dielectric 
coatings (20) that bandwidth pass visible light (400 to 740 
nm), and multilayer dielectric coatings (22) that bandwidth 
pass infrared light (740 to 900 nm) are deposited on their 
respective P+ tubs (14) and the N+ tubs (18) after deposition 
of the gold, chromium or titanium adhesion and light block 
layer (14a). 
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As shown in FIG. 10, the final three-inch wafer (30), with 
fabricated MMRI-4 square islands (8), is then removed from 
the four-inch support wafer (34). The three-inch wafer (30) 
is then rebonded to the four-inch wafer (34) with an aqueous 
dissolvable adhesive. Using an excimer laser, X and Y 
direction cuts are made to separate the MMRI-4 islands (8) 
from each other. The MMRI-4 islands (8), however, still 
remain bonded to the support wafer (34) by adhesive. The 
wafer assembly (30 and 34) is then placed in an aqueous 
solution solvent to dissolve the adhesive. The MMRI-4 
square islands (8) are recover from the aqueous solution 
using standard filtering techniques, and are washed, and 
dried. The recovered MMRI-4 islands (8) are briefly 
tumbled in a glass container using ultrasonic energy. This 
tumbling process will slightly round off the sharp corners 
and edges of the MMRI-4s (8). The final devices, demon- 
strated by the MMRI-4s (8) of FIG. 7, are then washed 
again, recovered, sterilized, and then placed in a biologically 
compatible semisolid or liquid vehicle for implantation into 
the eye. 

FIG. 11 shows MMRI-4s (8) implanted in their preferred 
monolayer position in the subretinal space (82). The layers 
of the eye at the posterior pole from inside the eye to outside 
the eye are shown in their respective positions: internal 
limiting membrane (50); nerve fiber layer (52); ganglion and 
cell layer (54); inner plexiform layer (56); inner nuclear 
layer (58); outer plexiform layer (60); outer nuclear cell 
layer (62); and photoreceptor layer (64), all of which con- 
stitute the inner retinal layer (66). The MMRI-4s (8) are 
disposed between the inner retinal layer (66), and the retinal 
pigment epithelium (68) and Bruch's membrane (70), which 
together constitute the outer retinal layer (72). External to 
the outer retinal layer (72) are the choriocapillaris (74) and 
choroid (76) which comprise the choroidal vasculature (78), 
and sclera (80), which comprised the outer coat of the eye. 

FIG. 12 shows MMRI-4s (8) in an alternate embodiment 
location, positioned on the internal limiting membrane sur- 
face (50) of the retina and close to the nerve fiber layer (52). 
In this location, MMRI-4s (8) are embedded into a flexible, 
biologically compatible sheet (44), that allows both of the 
flattened photoactive surfaces of each MMRI-4s (8) to be 
exposed. Electrical stimulation of the retinal nerve fiber 
layer (52), through the internal limiting membrane surface 
(50) by the MMRI-4s (8) will also induce artificial vision, 
but the quality of images produced will not be as well 
formed as from stimulation of the retina from the subretinal 
space (82) as shown in FIG. 11. The layers of the eye at the 
posterior pole from inside the eye to outside the eye, shown 
in their respective positions in FIG. 12, are: internal limiting 
membrane (50); nerve fiber layer (52); ganglion cell layer 
(54); inner plexiform layer (56); inner nuclear layer (58); 
outer plexiform layer (60); outer nuclear layer (62); and 
photoreceptor layer (64), all of which constitute the inner 
retinal layer (66). The retinal pigment epithelium (68) and 
Bruch’s membrane (70), together constitute the outer retinal 
layer (72). External to the outer retinal layer (72), chorio- 
capillaris (74) and choroid (76) comprise the choroidal 
vasculature (78), and sclera (80), the outer coat of the eye. 

As illustrated in FIGS. 13—16, in a further embodiment of 
the MMRI component of this invention, the two dielectric 
filter layers embedded in each MMRI will be both of the 
visible light transmitting type (210, 222), or will be both of 
the IR light transmitting type (310, 322). Instead of using 
polysilicon for their electrodes, the electrodes of these 
devices (202, 204, 302, 304) may be fabricated from gold, 
although aluminum or platinum may also be used, and will 
be deposited with an industry standard “wafer bumping” 
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process. This will form each electrode into a projecting-like 
structure bonded to an aluminum contact pad (214, 224, 314, 
324). Each gold projecting electrode (202, 204, 302, 304) 
will be then covered over its entire surface, with the excep- 
tion of the tip, by an insulating layer of silicon dioxide (208, 
226, 308, 326) or alternatively silicon nitrite. The height of 
the projecting electrode will be higher on one side of the 
device than on the other side, and may be 5 ит to 200 ит 
on the higher side (202, 302) and 1 um to 195 ~m on the 
lower side (204, 304). When thus fabricated, these indi- 
vidual devices are will form two populations: (1) a visible 
light responsive device (“MMRI-IPV”) designated at (200) 
with a higher projecting electrode (HPE) (202) on the 
negative (N) side (2055), and a lower projecting electrode 
(ТРЕ) (204) on the positive (P) side (205a), and (2) a IR 
light responsive device (“‘MMRI-IPIR”) designated at (300) 
with a HPE (302) on the P side (3055) and а LPE (304) on 
the N side (305a). 

As illustrated in FIGS. 17-18, the two units, MMRI-IPV 
(200) and MMRI-IPIR (300), can also exist as a combination 
unit (MMRI-IPVIR-A) designated at (400), comprised of 
one MMRI-IPV (200) and one MMRI-IPIR (300). The HPE 
(202) of the MMRI-IPV (200) and the HPE (302) MMRI- 
IPIR (300) will be pointed in the same direction on the one 
side of the MMRI-IPVIR-A. The LPE (204) of the MMRI- 
IPV (200) and the LPE (304) of the MMRI-IPIR (300) will 
be also pointed together in the same direction, but on the 
opposite side of the MMRI-IPVIR-A (400) and in a direction 
opposite the direction of the HPEs (202, 302). 

As illustrated in FIG. 21, the MMRI-IPVIR-A (400) are 
disposed in the subretinal space (82) of the eye, and are used 
to stimulate those retinas where the photoreceptor layer has 
completely degenerated leaving the bipolar cell layer (58a) 
or the inner plexiform layer (56) as the layer adjacent to the 
subretinal space (82). Since the “Пори channel" inner plexi- 
form layer known as sublamina *B" (56b) is further away 
from the subretinal space (82) compared to the “dark chan- 
nel" inner plexiform layer known as sublamina “А” (56a), 
the HPE electrodes (202, 302) will selectively contact the 
“light channel” synapses in the sublamina “В” (565) and the 
LPEs (204, 304) will selectively contact the *dark channel" 
synapses in sublamina *A" (56A). This arrangement will 
allow a visible light stimulus to selectively depolarize and 
activate the light channels in sublamina “В” by causing a 
negative electric current to be produced by the HPE (202), 
and an IR light stimulus to selectively hyperpolarize and 
inhibit the light channels in sublamina *B" by causing a 
positive electric current to be produced by the HPE (302). 
This arrangement will also allow an IR light stimulus to 
selectively depolarize and activate the dark channels in 
sublamina “А” by causing a negative electric current to be 
produced by the LPE (304), and a visible light stimulus to 
selectively hyperpolarize and inhibit the dark channels in 
sublamina *A" by causing a positive electric current to be 
produced by the LPE (204). 

As illustrated in FIGS. 12 and 22, in another embodiment, 
MMRI-4 (8), and reversed polarity MMRI-IPVIR-A 
implants called for convenience, MMRI-IPVIR-ARs (8c), 
are embedded into a biologically compatible sheet (44) that 
allows the electrode surfaces of the devices to be exposed. 

As shown in FIG. 12, the sheet (44), with the embedded 
MMRI-4 (8) is placed on the internal limiting membrane 
surface (50) of the retina from the vitreous body side. From 
this location, MMRI-4s (8) will stimulate the Nerve Fiber 
Layer (52) and/or Ganglion Cells (54) of the retina. 

As shown in FIG. 22, in the case of the MMRI-IPVIR- 
ARs (8c), their electrodes will penetrate the nerve fiber (52) 
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and ganglion cell layer (54) into the sublamina “B” light 
channel layer (56b), and sublamina “A” dark channel layer 
(56a) regions of the inner plexiform layer (56) to selectively 
stimulate those layers to induce visual sensations. The 
reverse polarity of the MMRI-IPVIR-ARs (8c) compared to 
the MMRI-IPVIR-As (400) of FIG. 21 is necessary to 
preserve the visible light stimulus's effect of depolarizing 
(activating) the light channels of sublamina “В” (565) while 
hyperpolarizing (inhibiting) the dark channels of sublamina 
“А” (56a); and an IR light stimulus's effect of depolarizing 
(activating) the dark channels of sublamina “A” (56а) while 
hyperpolarizing (inhibiting) the light channels of sublamina 
“В” (56b). It should be noted that polarization changes, i.e. 
hyperpolarization and depolarization, do not have the same 
effect in the subretinal space on remanent photoreceptor 
cells as they do in the sublamina B and A regions of the IPL. 
In the subretinal space, a hyperpolarizing stimulus produces 
a sensation of light in the remanent photoreceptor cells while 
a depolarizing stimulus produces a sensation of darkness in 
remanent photoreceptor cells. 

FIGS. 13-14 therefore illustrate a fifth embodiment of 
this invention referred to for convenience as a “MMRI- 
IPV”, and is sized in microscopic dimensions, and is des- 
ignated at (200). MMRI-IPV (200) is a physically indepen- 
dent unit with its layered microarchitecture shown in FIG. 
14. In this embodiment, the MMRI-IPV (200) forms the 
shape of a flattened cube with rounded comers and edges, 
with an electrically negative high projecting electrode 
(“HPE”) (202), and an electrically positive low projecting 
electrode (LPE") (204). А MMRI-IPV (200) may function as 
a PiN or NiP device when stimulating the inner retina, 
depending upon which of its two photosensitive sides, the P 
side (205a) or Ше N side (2055) is stimulated by visible light 
(206). From top to bottom, the layers of the MMRI-IPV 
(200) are as follows: A negative HPE electrode (202) 
preferably made of gold, an insulating layer of 510, (208) 
which covers the N side (205b) except for the tip of the HPE 
electrode (202), a multilayer dielectric filter (210) to allow 
passage of only visible light (400 nm to 740 nm), a N+ layer 
(212), a contact pad (214) fabricated from any of the 
following, and/or any compounds of the following: gold, 
aluminum, titanium, and chromium, to establish electrical 
contact between the negative HPE (202) and the N+ layer 
(212), a N-type silicon substrate layer (216), an intrinsic 
layer (218) which forms naturally between the N-type 
silicon substrate layer (216), and the next Р+ layer (220), а 
multilayer dielectric filter (222) to allow passage of only 
visible light (400 nm to 740 nm), a contact pad (224) 
fabricated from any of the following, and/or any compounds 
of the following: gold, aluminum, titanium, and chromium 
to establish electrical contact between the P-- layer (220) and 
the electrically positive low projecting electrode (LPE) 
(204). An insulating layer of SiO, (226) covers the P side 
(205a) except for the tip of the LPE electrode (204). 

FIGS. 15-16 illustrates a sixth embodiment of this inven- 
tion referred to for convenience as a “MMRI-IPIR”, and is 
sized in microscopic dimensions, and is designated at (300). 
As illustrated, а MMRI-IPIR (300) 15 a physically indepen- 
dent unit with its layered microarchitecture is shown in FIG. 
16. In this embodiment, the MMRI-IPIR (300) forms the 
shape of a flattened cube with rounded corners and edges, 
with an electrically positive high projecting electrode (HPE) 
(302), and an electrically negative low projecting electrode 
(LPE) (304). The MMRI-IPIR (300) is sized in microscopic 
dimensions. A MMRI-IPIR (300) may function as a PiN or 
NiP device when stimulating the inner retina, depending 
upon which of its two photosensitive sides, the N-side 
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(305a) or the P-side (3055) is stimulated by infrared light 
(306). From top to bottom, the layers of the MMRI-IPIR 
(300) are as follows: A positive HPE electrode (302) pref- 
erably made of gold, an insulating layer of 510, (308) which 
covers the P side (305b) except for the tip of the positive 
HPE electrode (302), a multilayer dielectric filter (310) to 
allow passage of only IR light (740 nm to 900 nm), a P+ 
layer (312), a contact pad (314) fabricated from any of the 
following and/or any compounds of the following: gold, 
aluminum, titanium, and chromium, to establish electrical 
contact between the positive HPE (302) and the P+ layer 
(312), an intrinsic layer (318) which forms naturally 
between the P+ layer (312) and the next N-type silicon 
substrate layer (316), a N+ layer (320), a multilayer dielec- 
tric filter (322) to allow passage of only IR light (740 nm to 
900 nm), a contact pad (324) fabricated from any of the 
following and/or any compounds of the following: gold, 
aluminum, titanium, and chromium to establish electrical 
contact between the N+ layer (320) and the electrically 
negative low projecting electrode (LPE) (304). An insulating 
layer of SiO, (326) covers the М side (305a) except for the 
tip of the LPE electrode (304). 

FIGS. 17-18 illustrate a seventh embodiment of this 
invention referred to for convenience as a “MMRI-IPVIR 
А”, and is sized in microscopic dimensions, and is desig- 
nated at 400. It is composed of one MMRI-IPV (200), and 
one MMRI-IPIR (300), separate by a layer of channel block 
(350). The layered microarchitecture of the MMRI-IPV 
component (200) is shown on the left side and is described 
first. The MMRI-IPV component (200) forms the shape of 
one-half of a flattened cube with rounded external corners 
and edges, with an electrically negative high projecting 
electrode (HPE) (202), and an electrically positive low 
projecting electrode (LPE) (204). From top to bottom, the 
layers of the MMRI-IPV (200) are as follows: A negative 
HPE electrode (202) preferably made of gold, an insulating 
layer of SiO, (208) which covers the N side (205b) except 
for the tip of the HPE electrode (202), a multilayer dielectric 
filter (210) to allow passage of only visible light (400 nm to 
740 nm), а N+ layer (212), а contact pad (214) fabricated 
from any of the following and/or any compounds of the 
following: gold, aluminum, titanium, and chromium, to 
establish electrical contact between the negative HPE (202) 
and the N+ layer (212), a N-type silicon substrate layer 
(216), an intrinsic layer (218) which forms naturally 
between the N-type silicon substrate layer (216), and the 
next Р+ layer (220), a multilayer dielectric filter (222) to 
allow passage of only visible light (400 nm to 740 nm), a 
contact pad (224) fabricated from any of the following 
and/or any compounds of the following: gold, aluminum, 
titanium, and chromium to establish electrical contact 
between the Р+ layer (220) and the electrically positive low 
projecting electrode (LPE) (204). An insulating layer of 
SiO, (226) covers the P side (205a) except for the tip of the 
LPE electrode (204). The layered microarchitecture of the 
MMRI-IPIR component (300) of the MMRI-IPVIR-A (400) 
is shown on the right side and is now described. The 
MMRI-IPIR component (300) forms the shape of one-half 
of a flattened cube with rounded external corners and edges, 
with an electrically positive high projecting electrode (HPE) 
(302), and an electrically negative low projecting electrode 
(LPE) (304). From top to bottom, the layers of the MMRI- 
IPIR (300) are as follows: A positive HPE electrode (302) 
preferably made of gold, an insulating layer of SiO, (308) 
which covers the P side (3056) except for the tip of the 
positive HPE electrode (302), a multilayer dielectric filter 
(310) to allow passage of only IR light (740 nm to 900 nm), 
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a Р+ layer (312), a contact pad (314) fabricated from any of 
the following and/or any compounds of the following: gold, 
alumninum, titanium, and chromium, to establish electrical 
contact between the positive HPE (302) and the P+ layer 
(312), an intrinsic layer (318) which forms naturally 
between the P+ layer (312) and the next N-type silicon 
substrate layer (316), a М+ layer (320), a multilayer dielec- 
tric filter (322) to allow passage of only IR light (740 nm to 
900 nm), a contact pad (324) fabricated from any of the 
following and/or any compounds of the following: gold, 
aluminum, titanium, and chromium to establish electrical 
contact between the N+ layer (320) and the electrically 
negative low projecting electrode (LPE) (304). An insulating 
layer of SiO, (326) covers the N side (305a) except for the 
tip of the LPE electrode (304). 

FIGS. 19-20 illustrate an eighth embodiment of this 
invention referred to for convenience as a "MMRI-IPVIR- 
В”, and is sized in microscopic dimensions, and is desig- 
nated at 500. It is composed of one MMRI-IPV (200), and 
one MMRI-IPIR(300), separate by a layer of channel block 
(350). The layered microarchitecture of the MMRI-IPV 
component (200) is shown on the left side and is described 
first. The MMRI-IPV component (200) forms the shape of 
one-half of a flattened cube with rounded external corners 
and edges, with an electrically negative high projecting 
electrode (HPE) (202), and an electrically positive low 
projecting electrode (LPE) (204). From top to bottom, the 
layers of the MMRI-IPV (200) are as follows: A negative 
HPE electrode (202) preferably made of gold, an insulating 
layer of SiO, (208) which covers the N side (205b) except 
for the tip of the negative HPE electrode (202), a multilayer 
dielectric filter (210) to allow passage of only visible light 
(400 nm to 740 nm), a N+ layer (212), a contact pad (214) 
fabricated from any of the following and/or any compounds 
of the following: gold, aluminum, titanium, and chromium, 
to establish electrical contact between the negative HPE 
(202) and the М+ layer (212), a N-type silicon substrate layer 
(216), an intrinsic layer (218) which forms naturally 
between the N-type silicon substrate layer (216), and the 
next P+ layer (220), а multilayer dielectric filter (222) to 
allow passage of only visible light (400 nm to 740 nm), a 
contact pad (224) fabricated from any of the following 
and/or any compounds of the following: gold, aluminum, 
titanium, and chromium to establish electrical contact 
between the Р+ layer (220) and the electrically positive low 
projecting electrode (LPE) (204). An insulating layer of 
SiO, (226) covers the P side (205a) except for the tip of the 
LPE electrode (204). The layered microarchitecture of the 
MMRI-IPIR component (300) of the MMRI-IPVIR-B (500) 
is shown on the right side and is now described. The 
MMRI-IPIR component (300) forms the shape of one-half 
of a flattened cube with rounded external corners and edges, 
with an electrically positive high projecting electrode (HPE) 
(302), and an electrically negative low projecting electrode 
(LPE) (304). From top to bottom, the layers of the MMRI- 
IPIR (300) are as follows: A positive IPE electrode (302) 
preferably made of gold, an insulating layer of SiO, (308) 
which covers the P side (305b) except for the tip of the 
positive HPE electrode (302), a multilayer dielectric filter 
(310) to allow passage of only IR light (740 nm to 900 nm), 
a P+ layer (312), a contact pad (314) fabricated from any of 
the following and/or any compounds of the following: gold, 
aluminum, titanium, and chromium, to establish electrical 
contact between the positive HPE (302) and the P+ layer 
(312), an intrinsic layer (318) which forms naturally 
between the P+ layer (312) and the next N-type silicon 
substrate layer (316), a N+ layer (320), a multilayer dielec- 
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tric filter (322) to allow passage of only IR light (740 nm to 
900 nm), a contact pad (324) fabricated from any of the 
following and/or any compounds of the following: gold, 
aluminum, titanium, and chromium to establish electrical 
contact between the N+ layer (320) and the electrically 
negative low projecting electrode (LPE) (304). An insulating 
layer of SiO, (326) covers the N side (305a) except for the 
tip of the LPE electrode (304). 

FIG. 21 shows MMRI-IPVIR-As (400) implanted in their 
preferred monolayer position in the subretinal space (82). 
The depolarizing high projecting electrodes (HPEs) (202) 
from the visible light sensing portion of the microphoto- 
diodes stimulate the light channels in sublamina B (566) of 
the inner plexiform layer (IPL) (56). The hyperpolarizing 
HPEs (302) from the IR light sensing portion of the micro- 
photodiodes (for darkness detection) inhibit the light chan- 
nels in sublamina B (56b) of the IPL (56). The depolarizing 
low projecting electrodes (LPEs) (304) from the IR light 
sensing portion of the microphotodiodes (for darkness 
detection) stimulate the dark channels in sublamina A (56a) 
of the IPL (56). The hyperpolarizing LPEs (204) from the 
visible light sensing portion of the microphotodiode inhibit 
the dark channels in sublamina A (56a) of the IPL (56). The 
layers of the eye, in this schematic of a partially degenerated 
retina, at the posterior pole from inside the eye to outside the 
eye are: internal limiting membrane (50); nerve fiber layer 
(52); ganglion cell layer (54); inner plexiform layer (56) 
consisting of sublamina b (566) and sublamina a (56а); and 
the partially degenerated inner nuclear layer (58а). The 
MMRI-IPVIR-A (400) are disposed between the partially 
degenerated inner retinal layer (66a), and the retinal pigment 
epithelium (68) and Bruch's membrane (70), which together 
constitute the outer retinal layer (72). External to the outer 
retinal layer (72) are the choriocapillaris (74), choroid (76), 
and sclera (80). Alternatively, instead of MMRI-IPVIR-As 
(400), component MMRI-IPVs and MMRI-IPIRs of FIGS. 
13-16, or MMRI-IPVIR-Bs of FIGS. 19-20 can be 
implanted into the subretinal space (82). 

FIG. 22 shows MMRI-IPVIR-ARs (8c) in a ninth 
embodiment of this invention, positioned on the internal 
limiting membrane surface (50) of the retina. In this 
embodiment, MMRI-IPVIR-ARs (8c) are embedded into a 
flexible, biologically compatible sheet (44), which allows 
both of the photoactive surfaces and their projecting elec- 
trodes of each MMRI-IPVIR-ARs (8с) to be exposed. The 
depolarizing high projecting electrodes (HPEs) (3024) on 
the opposite side of the IR sensing microphotodiodes (for 
darkness detection) penetrate into the dark channels in 
sublamina A (56a) of the inner plexiform layer (IPL) (56) to 
stimulate the sensation of darkness. The hyperpolarizing 
HPEs (202a) on the opposite side of the visible light sensing 
portion of the microphotodiodes penetrate into the sub- 
lamina A (56a) of the IPL (56) to inhibit the dark channels. 
The depolarizing low projecting electrodes (LPEs) (204a) 
on the opposite side of the visible light sensing portion of the 
microphotodiodes penetrate into sublamina В (566) of the 
IPL (56) to stimulate the light channels. The hyperpolarizing 
LPEs (304a) on the opposite side of the IR light sensing 
portion of the microphotodiode (for sensing darkness) pen- 
etrate into sublamina B (566) of the IPL (56) to inhibit the 
light channels. The layers of the eye at the posterior pole 
from inside the eye to outside the eye in this schematic of a 
partially degenerated retina are: internal limiting membrane 
(50); nerve fiber layer (52); ganglion cell layer (54); inner 
plexiform layer (56) consisting of sublamina b (566) and 
sublamina a (56a); the partially degenerated inner nuclear 
layer (58a); all of which constitute the partially degenerated 
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inner retinal layer (66a). The retinal pigment epithelium (68) 
and Bruch's membrane (70), together constitute the outer 
retinal layer (72). External to the outer retinal layer (72) are 
the choriocapillaris (74), choroid (76), and sclera (80). In a 
subset embodiment, MMRI-IPVIR-ARs (8с) may be fabri- 
cated as component opposite polarity MMRI-IPVs and 
component opposite polarity MMRI-IPIRs, embedded into a 
flexible, biologically compatible sheet (44), which allows 
both of the photoactive surfaces and their projecting elec- 
trodes of each opposite polarity MMRI-IPV and opposite 
polarity MMRI-IPIR to be exposed. 

FIG. 23 is a schematic diagram of the Adaptive Imaging 
Retinal Stimulation System (AIRES) showing its compo- 
nent sub-systems of: the Projection and Tracking Optical 
System (PTOS) headset (94), the Neuro-Net Computer 
(NNC) (96), the Imaging CCD Camera (IMCCD) (100) and 
the Input Stylus Pad (ISP) (102). A Pupil Reflex Tracking 
CCD (PRTCCD) (98), and an IR/visible CRT display 
(IRVCRT) (92) is inside the PTOS (94). MMRI-4s (8) are 
shown in the subretinal space of the eye (90). During 
function, IR and visible light images from the IRVCRT (92) 
within the PTOS (94) are optically projected onto the eye 
(90). Intensity, wavelength duration, and pulsing of the 
images is controlled by the NNC (96) and modulated by 
patient inputs via the interfaced ISP (102). The IMCCD 
(100), which is mounted on or in the PTOS headset (94), 
provides the image inputs to the NNC (96) which in turn 
programs the visible and IR image outputs of the IRVCRT 
(92). A PRTCCD (98) is integrated into the PTOS headset 
(94) to track eye movements via changes in the position of 
the pupillary Purkinje reflexes. The PRTCCD (98) will 
output to the NNC (96) which in turn will direct the aim of 
the IMCCD (100) via servo motor control to follow the eye 
movements. The PTOS (94) also may be programmed to 
provide just a diffuse IR illumination to interact with ambi- 
ent visible light images (104) on the MMRI-4s (8). 

The detailed operation of the AIRES system is as follows. 
A patient with a large plurality of implanted MMRI-4s (8) 
will see pixelated images, cause by localized subretinal 
hyperpolarization, produced by the PiN configuration of the 
MMRI- subunits (10a). These electrically induced images 
are caused by the light from incoming ambient images (104) 
which pass through an external partially reflective and 
transmissive mirror (106) of the PTOS (94). Images of dark 
details are induced by depolarizing currents produced by the 
NiP configuration of MMRI-4 subunits (105), which are 
stimulated by IR illumination and/or images provided by the 
IRVCRT (92). The IRVCRT (92) is programmed by the 
NNC (96) to provide diffuse IR illumination and/or IR 
images to superimpose upon the visible light images (104) 
from incoming light. Image information for the NNC (96) is 
obtained from the interfaced IMCCD (100). Diffuse IR 
illumination from the IRVCRT (92) will induce a constant 
depolarizing “bias current" from the MMRI-4 NiP subunits 
(lob). This *bias current" will produce the sensation of 
darkness in the absence of light stimulation to the PiN 
subunits (10а). However, when light is present to stimulate 
Ше PiN subunits (14), the resultant hyperpolarizing current 
will offset the IR induced NiP depolarizing bias current. The 
result is the perception by the patient of a sensation of light. 
Because of the limited bandwidth sensitivity of the IR NiP 
configuration (106) (740 nm-900 nm), environmental IR 
“noise” is minimal. The amount of NiP depolarizing bias 
current will be initially adjusted by the patient via the ISP 
(102) and this information will be input into the NNC (96). 
It is then correlated with image processed information 
coming from the interfaced IMCCD (100). The appropriate 
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amount of NiP “bias current”, base upon environmental 
lighting conditions and images, will then be “learned” by the 
NNC (96). With additional learning, the NNC (96) will be 
able to anticipate the amount of NiP “bias current” needed 
to produce more accurate patient perceived images, without 
the need for patient input. 

The entire visible light image may also be projected by the 
IRVCRT (92) simultaneously, or in rapid alternation with IR 
image pulses to entirely control MMRI-4(B) function. In 
this situation, the partially reflective/transmissive mirror 
(106) of the PTOS (94), is replaced with a completely 
reflective mirror, to prevent ambient light images (104) from 
stimulating the MMRI-4s (8). By programming the pulse 
duration and frequency of IR and visible-light images, color 
vision may possibly be induced, similar to the effect of the 
Benham top. This phenomenon has-also been used in black 
and white television displays to create the perception of 
color images in normal sighted persons. 

FIG. 24, A through D shows a glasses-like configuration 
(94) of the PTOS component of the AIRES system. As seen 
in FIG. 24D, although the schematic of the optical system 
differs somewhat from the generalize schematic of the PTOS 
component (94) demonstrated in FIG. 23, the spirit and 
function of both versions of the devices are the same. FIG. 
24А is a top view of the PTOS (94). It shows Ше head-pad 
(108), the temple pieces (110), and the ambient light inten- 
sity sensors (112). FIG. 24B is a front view of the PTOS 
(94). It shows the external partially reflective/transmissive 
mirror (106), a supporting nose piece (114), ambient light 
intensity sensors (112), and the window for the IMCCD 
(100) shown in the FIG. 23 schematic. FIG. 24C is a 
phantom side view of the PTOS (94). It shows an internal 
infrared and visible light capable LED light source (92), 
which has been substituted for the IRVCRT (92) of FIG. 23. 
Also shown is the partially reflective/transmissive mirror 
(106), the supporting nose piece (114), the head-pad (108), 
one of the temple pieces (110), and the power supply and 
signal wire cable (116) to the NNC (96) of FIG. 23. FIG. 
24D is a schematic of the PTOS (94). It shows the MMRI-4s 
(8) disposed in the subretinal space of the eye (90) with an 
ambient focused image (104). It also shows the internal 
infrared and visible light capable LED light source (92), the 
PRTCCD (98), and the external partially reflective/ 
transmissive mirror (106). 

FIG. 25 is diagram showing the components of the AIRES 
system, consisting of the PTOS (94), the portable NNC (96) 
which may be secured to the patient’s body, and the ISP 
(102) input device. 

FIG. 26 is a plan view (containing a detail exploded inset 
view) of a large wafer containing a ninth embodiment of an 
implant of this invention. This ninth embodiment is based on 
a microphotodiode (401а) (referred to hereinafter as ап 
“MMRI-OPSISTER-D”). Each MMRI-OPSISTER-D 
microphotodiode (401а) has two microphotodiode subunits 
(402) and (404), as shown in the exploded inset view in FIG. 
26. 


As will be discussed below, the large wafter (405) can be 
cut into smaller wafer-type implants (e.g. wafers of about 
0.25 to 15 mn (e.g. thousands to tens of thousands) of MMRI 
OPSISTER-D microphodiode units (4014). Alternately, 
large wafer (405) can be diced into even smaller discrete- 
type implants (e.g. implants of between 1 micron and 0.25 
mm containing one to 10,000 MMRI OPSISTER-D micro- 
photodiode units (401а). Whether a wafer-type implant or 
discrete implants are made, many of the fabrication steps 
and the basic structure of the MMRI OPSISTER-D micro- 
photodiode (401а) is the same. 
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FIGS. 27 A-E illustrate, in perspective cross-sectional 
views taken at section XXVII—XXVII of the MMRI- 
OPSISTER-D (401a) of FIG. 26, the fabrication steps and 
structure of the MMRI-OPSISTER-D (401a). In the initial 
fabrication step (FIG. 27A) microphotodiode subunits (402) 
and (404) of the MMRI-OPSISTER (401) are formed using 
photomask, ion implantation and heat drive-in techniques 
applied to both sides of a starting N bulk thinned wafer (405 
of FIG. 26). From top to bottom in FIG. 27A, the micro- 
photodiode subunit (402) has a Р+ layer (406), an intrinsic 
layer (408), an N bulk layer (409) and a N+ layer 410. The 
microphotodiode subunit (404) has a N+ layer (410a), an N 
bulk layer (4099), an intrinsic layer (408a) and a P+ layer 
(406a). Separating electrically the two microphotodiode 
subunits (402 and 404) from one another and from other 
MMRI-OPSISIERs on the same substrate is Р+ channel 
block (412) surrounding the subunits (402 and 404). 

FIG. 27B shows aluminum contact pads (418а-4) that are 
deposited and heat driven-in into the P+ and N+ surfaces 
(406, 406a, 410, and 410a). Bridging the contact pads 
(418а-4) between the P+ and N+ surfaces (406, 406a, 410, 
and 410a) of each side of the MMRI-OPSISTER (401) is a 
silicon dioxide insulator strip (414a and 4145). 

FIG. 27C shows the deposition of aluminum conductors 
(415 and 415a) over the silicon dioxide insulator strips 
(414a and 414b) so that the conductor (415) contact the 
aluminum contact pads (418a and 418b), and conductor 
(415a) contact the aluminum contact pads (418c and 4184). 

FIG. 27D shows the deposition of infrared-pass dielectric 
filters (422 and 422a) on the P+ surfaces (406 and 406a), and 
visible-light-pass dielectric filters (424 and 424a) on the М+ 
surfaces (410 and 410a). A layer of barrier aluminum (417) 
needed during the fabrication of dielectric filters (422 and 
424) is also deposited on the conductor (415). Similarly 
another layer of barrier aluminum (417a) needed during the 
fabrication of dielectric filters (424a and 422a) is deposited 
on the conductor (415a). 

FIG. 27E shows the deposition of the final bridging 
electrode (420) on the barrier aluminum (417), and the 
deposition of the final bridging electrode (4208) on the 
barrier aluminum (417a). The final bridging electrodes (420 
and 420a) are fabricated from any biocompatible electrode 
material or combinations of biocompatible electrode mate- 
rials such as iridium, platinum, gold, aluminum, ruthenium, 
rhodium, palladium, tantalum, titanium, chromium, 
molybdenum, cobalt, nickel, iron, copper, silver, zirconium, 
tungsten, polysilicon, or compounds, such as oxides, com- 
posed of the same. Iridium oxide is the preferred material for 
the electrodes (420 and 4204). The MMRI-OPSISTER 
device (401) of FIGS. 27А-С with dielectric light filters is 
called an MMRI-OPSISTER-D device (4014) in FIGS. 
27D,E. 

As shown in FIG. 27E, the dielectric light filter layers 
(422, 422a, and 424, 424a) allow only specific, but different, 
light bandwidths to pass. In the embodiment illustrated in 
FIG. 27E, the dielectric filter layers (422 and 422a) that 
overlay the Р+ layers (406 and 406a) allow only IR light to 
pass, whereas the dielectric layers (424 and 424a) that 
overlay the N+ layers (410 and 410a) allow only visible light 
to pass. In other embodiments, the two types of layers can 
be reversed where the visible light filters are deposited on 
the P+ layers, and the IR light filters are deposited on the N+ 
layers. In still other embodiments, filters (422, 422a), and 
filters (424, and 424a) can allow different portions of visible 
or infrared light to pass (e.g. filters 422 and 422a allow only 
green light to pass and filters 424, 424a allow only red light 
to pass). 
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The MMRI-OPSISTER-D device (4014) functions to 
stimulate vision from the subretinal space (82) (see FIG. 11). 
As discussed above, implants (401a) may be diced into 
discrete physically separate devices as shown in FIG. 27E. 
In this circumstance, MMRI-OPSISTER-D devices (4014) 
are placed into the subretinal space (designated as 82 in FIG. 
11) by injection using a liquid vehicle or embedded in a 
dissolvable sheet (both previously described). 

As discussed above, large wafer (405) of FIG. 26 can be 
cut into smaller wafer-type implants (405a) (see FIG. 28) of 
a width (or diameter) ranging from 0.25 mm to 15 mm, 
preferably from 0.25 mm to 2 mm. Preferably, the edges of 
implant (405a) are rounded or beveled as shown in FIG. 28 
to reduce the possibility of the overlaying nerve fiber layer 
nerve transmission being reduced by a sharp bend in that 
layer near the edge of the implant. 

One or more of the wafer-type implants (405a) can then 
be implanted into the subretinal space (82) between the inner 
retina (66) and the outer retina (78). 

To understand the operation of each MMRI- 
OPSISTER-D unit (401a) (e.g. the one shown in FIG. 27), 
one should consider the function of a normal, undamaged 
photoreceptor cell in an eye, and how light and dark images 
are sensed. In the normal retina, light causes the photore- 
ceptor cell to become more negatively charged internally, 
whereas the lack of light or a dark image will cause the 
photoreceptor cell to become less negatively charged inter- 
nally. The greater internal negativity will cause a signal to be 
transmitted by the photoreceptor cell to one type of associ- 
ated bipolar cell which signals that light is sensed. The lesser 
internal negativity will cause a signal to be transmitted by 
the photoreceptor cell to another type of associated bipolar 
cell that signals that darkness (or a dark image) is sensed. 
These different types of bipolar cells are associated with 
their respective amacrine and ganglion cells that convert the 
analog signals of light and darkness produced by the bipolar 
cells into digital signals that are then sent to the brain and 
processed as visual information. 

As discussed above, therefore, functionally one predomi- 
nant bandwidth of light shining on the MMRI-OPSISTER-D 
(401a) (e.g. visible light or a portion thereof, say green light) 
will cause current of one polarity to be generated from one 
electrode (420) and the opposite polarity from the other 
electrode (420a), while a different predominant bandwidth 
of light (e.g. IR, or a different portion of visible light, say red 
light) shining on the MMRI-OPSISTER-D (401a) will cause 
current of reversed polarity to be generated from the elec- 
trodes (420 and 420a) (as compared to the electrodes 420 
and 420a polarity from visible light stimulation in the first 
situation). Specifically, in typical illumination conditions, 
light composed of mixtures of different bandwidths will be 
found. Depending on the predominant bandwidth 
encountered, either Ше P+ or the N+ layer will receive 
greater light intensity, and be stimulated more intensely than 
the other, as a result. Therefore, one polarity of current will 
be generated from e.g. electrode (420) in one lighting 
condition predominant in one bandwidth, whereas a differ- 
ent polarity of current will be generated from electrode (420) 
in lighting conditions predominant in another bandwidth. In 
the orientation of the MMRI-OPSISTER-D (401a) of FIG. 
27E within the subretinal space, light (430) is coming from 
the top. Electrode (420) is the stimulating electrode of the 
inner retina (66) as shown in FIG. 11 because it is in direct 
contact with that portion of the retina The electrode (420a) 
which develops a opposite-polarity current to electrode 
(420) is facing away from the inner retina and serves as the 
electrical return of current from electrode (420). Because the 
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MMRI-OPSISTER-D (401a) is a symmetric device, orien- 
tation of the MMRI-OPSISTER-D (401a) with either elec- 
trode (420) or electrode (420a) facing the inner retina and 
incoming light (430), produces the same stimulation polarity 
of the inner retina. 


In typical patients with macular degeneration, for 
example, the light-sensing portion of the photoreceptor 
cell(s) is damaged or lost, leaving the remaining photore- 
ceptor. When a device such as the MMRI-OPSISTER-D 
(401a) shown in FIG. 27E is placed into the subretinal space 
(82) of FIG. 11 in the same location as, but instead of the 
MMRI-4's (8), in contact with the remnant photoreceptor 
cells (64), and the appropriate bandwidth of light (e.g. 
visible light or a portion of that spectrum, say green light as 
discussed above) stimulates the N+ surface of the device 
facing incident light, the negative charges produced by the 
N+ surface of the device will induce a greater negativity in 
the internal portion of the remnant photoreceptor cells and 
create the sensation of light. In this example, the greater 
internal negativity in this location causes a signal represent- 
ing light sensation to be transmitted to the bipolar cell 
responsible for transmitting the sensation of light. 


Likewise, when a device such as the MMRI- 
OPSISTER-D (4014) shown in FIG. 27E is placed in the 
subretinal space (82) of FIG. 11 in the same location as, but 
instead of the MMRI-4's (8), in contact with the remnant 
photoreceptor cells (64), and the appropriate bandwidth of 
light (e.g. IR light or a different portion of the spectrum, say 
red light as discussed above) stimulates the Р+ surface of the 
device facing incident light, the positive charges produced 
by the Р+ surface of the device will induce a lesser nega- 
tivity in the internal portion of the remnant photoreceptor 
cell and create the sensation of darkness or dark hues. In this 
example, the lesser internal negativity in this location will 
cause a signal representing a sensation of darkness or dark 
hues to be transmitted to the appropriate bipolar cell respon- 
sible for transmitting the sensation of darkness or dark hues. 


The bridging electrodes (420, 4204) allows the P+ and N+ 
surfaces to electrically stimulate the retina through the same 
electrode. This is important to reduce the possibility of tissue 
injury due to prolonged exposure to currents that may flow 
in only one direction. However, it is believed that very little 
current is needed and will be induced to flow in the sub- 
retinal space by any of the devices disclosed herein. The 
provision of bridging electrodes (420, 420a) is done simply 
as a precaution. However, bridging electrodes also allow the 
MMRI-OPSISTER-D device to stimulate smaller areas of 
the retina, and therefore produce higher resolution, than 
other embodiments of this invention. 


As shown in FIG. 27E, the MMRI-OPSISTER-D devices 
(401a) are typically on the order of 10 microns thick but may 
vary from 3 microns to 1000 microns in thickness. 


As shown in FIG. 28, the small silicon disc (405a) with 
its MMRI-OPSISTER-D devices (4014), shown implanted 
in the subretinal space (82), is typically on the order of 40 
microns thick but may vary from 3 microns to 1000 microns 
in thickness. 

We claim: 

1. A retinal implant for electrically inducing formed 
vision in the eye, comprising а PiN microphotodiode having 
a P-side and an N-side where the P-side of the retinal 
implant has a light filter layer that selectively permits a first 
selected bandwidth of light to pass, and where the N-side of 
the retinal implant has a light filter layer that selectively 
permits a second selected bandwidth of it to pass whereby 
the retinal implant can stimulate the retina regardless of 
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whether the P-side or the N-side is oriented toward light 
incident to the eye. 

2. The retinal implant of claim 1 wherein the N-side and 
the P-side filter layers selectively permit substantially the 
same bandwidth to pass. 

3. The retinal implant of claim 2 wherein the N-side light 
filter layer is a dielectric filter that allows 740 nm to 900 nm 
to pass. 

4. The retinal implant of claim 3 wherein the P-side light 
filter layer is a dielectric filter that allows 740 nm to 900 nm 
to pass. 

5. The retinal implant of claim 2 wherein the N-side light 
filter layer is a dielectric filter that allows 400 nm to 740 nm 
to pass. 

6. The retinal implant of claim 5 wherein the P-side light 
filter layer is a dielectric filter that allows 400 nm to 740 nm 
to pass. 

7. The retinal implant of claim 1 wherein the N-side and 
the P-side filter layers selectively permit substantially dif- 
ferent bandwidth to pass. 

8. The retinal implant of claim 7 wherein the N-side light 
filter layer is a dielectric filter that allows 740 nm to 900 nm 
to pass. 

9. The retinal implant of claim 8 wherein the P-side light 
filter layer is a dielectric filter that allows 400 nm to 740 nm 
to pass. 

10. The retinal implant of claim 7 wherein the N-side light 
filter layer is a dielectric filter that allows 400 nm to 740 nm 
to pass. 

11. The retinal implant of claim 10 wherein the P-side 
light filter layer is a dielectric filter that allows 740 nm to 900 
nm to pass. 

12. The retinal implant of claim 1 wherein the PiN 
microphotodiode contains (1) a P-electrode made of 
P-doped polysilicon, (2) a P-side light filter dielectric layer, 
(3) a P+ layer, (4) an intrinsic layer, (5) a N-type silicon 
substrate, (6) a N+ layer, (7) a N-side light filter dielectric 
layer, and (8) a N electrode made of a N-doped polysilicon. 

13. The retinal implant of claim 12 wherein the retinal 
implant further comprises a first electrical contact pad that 
establishes electrical contact between the P-electrode and 
the P+ layer, and a second electrical contact pad that 
establishes electrical contact between the N-electrode and 
the N+ layer. 

14. The retinal implant of claim 1 wherein the retinal 
implant comprises two of said PiN microphotodiodes, each 
of the microphotodiodes having an opposite orientation from 
the other such that when implanted in the eye, the P-side of 
one microphotodiode will face incident light, and the N-side 
of the other microphotodiode will face incident light. 

15. The retinal implant of claim 12 wherein, the 
P-electrode projects outwardly from a surface of the retinal 
implant. 

16. The retinal implant of claim 12 wherein the 
N-electrode projects outwardly from the surface of the 
retinal implant. 

17. The retinal implant of claim 15 wherein the 
N-electrode projects outwardly from the surface of the 
retinal implant. 

18. The retinal implant of claim 17 wherein each of the 
P-electrode and N-electrode projects from about 1 micron to 
about 200 microns. 

19. The retinal implant of claim 18 wherein each of the 
P-electrode and N-electrode projects from about 2 micron to 
about 100 microns. 

20. The retinal implant of claim 14 wherein a common 
electrode is in electrical contact with both the P-side and the 
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N-side on one side of the retinal implant and another 
common electrode is in electrical contact with both the 
P-side and the N-side on the other side of the retinal implant. 

21. The retinal implant of claim 20 wherein a plurality of 
the retinal implants are fabricated upon a common silicon 
substrate wafer. 

22. The retinal implant of claim 21 wherein the common 
silicon substrate wafer has a beveled edge. 

23. A retinal implant comprising two groups of micro- 
photoelectric subunits formed on a substrate, the two groups 
being of opposite orientation: a first group of at least one PIN 
subunit, and a second group of at least one NiP subunit, each 
of the subunits having a P+ layer and an N+ layer, such that 
the P+ layer of the first group is adjacent the N+ layer of the 
second group. 

24. The retinal implant of claim 23 further comprising a 
first common electrode contacting the P+ layer of at least 
one of the subunits of the first group to the N+ layer of a 
second group subunit, and a second common electrode 
contacting the N+ layer of at least one of the subunits in the 
first group to the P+ layer of a second group subunit. 

25. The retinal implant of claim 24 wherein each PiN 
subunit is paired with an NiP subunit, and each paired 
PiN/NiP subunit combination has a first and second common 
electrode. 

26. The retinal implant of claim 25 comprising plural 
paired PiN/NiP subunit combinations. 

27. The retinal implant of claim 26 wherein the plural 
paired PiN/NiP subunit combinations are on a substrate from 
1 micron to 0.25 mm in width. 

28. The retinal implant of claim 26 wherein the plural 
paired PiN/NiP subunit combinations are on а substrate from 
0.25 mm to 15 mm in width. 

29. The retinal implant of claim 1, wherein the PiN 
microphotodiode comprises: 

a P-electrode; 


a P-side light filter dielectric disposed adjacent to, and in 

contact with, the P-electrode; 

a P+ layer disposed adjacent to, and in contact with, the 

P-side light filter dielectric; 

an intrinsic layer disposed adjacent to, and in contact 

with, the P+ layer; 

an N-type silicon substrate disposed adjacent to, and in 

contact with, the intrinsic layer; 

an N+type layer disposed adjacent to, and in contact with, 

the N-type silicon substrate; 

an N-side light filter dielectric layer disposed adjacent to, 

and in contact with, the N+ layer; and 

an N-electrode disposed adjacent to, and in contact with, 

the N-side light filter dielectric layer. 

30. The retinal implant of claim 29, wherein the 
P-electrode comprises iridium oxide. 

31. The retinal implant of claim 29, wherein the 
N-electrode comprises iridium oxide. 

32. The retinal implant of claim 24, wherein at least one 
of the first and second common electrodes comprises iridium 
oxide. 

33. The retinal implant of claim 1, wherein the P-side and 
the N-side each further comprise an electrode constructed of 
iridium oxide. 

34. A retinal implant for electrically inducing formed 
vision in the eye, comprising a PiN microphotodiode having 
a P-side and an N-side where the P-side of the retinal 
implant has a light filter layer that selectively permits a 
selected bandwidth of the ultraviolet, visible, and infrared 
spectrum to pass, and where the N-side of the retinal implant 
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has a light filter layer that selectively permits a selected 
bandwidth of the ultraviolet, visible, and infrared spectrum 
to pass, wherein the retinal implant comprises two of said 
PiN microphotodiodes, each of the microphotodiodes hav- 
ing an opposite orientation from the other such that when 
implanted in the eye, the P-side of one microphotodiode will 
face incident light, and the N-side of the other microphoto- 
diode will face incident light and wherein a common elec- 
trode is in electrical contact with both the P-side and the 
N-side on one side of the retinal implant and another 
common electrode is in electrical contact with both the 
P-side and the N-side on the other side of the retinal implant, 
whereby the retinal implant can stimulate the retina regard- 
less of whether the P-side or the N-side is oriented toward 
light incident to the eye. 
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35. The retinal implant of claim 34 wherein a plurality of 
the retinal implants are fabricated upon a common silicon 
substrate wafer. 

36. The retinal implant of claim 35 wherein the common 
silicon substrate wafer has a beveled edge. 

37. The retinal implant of claim 1, wherein the P-side and 
the N-side each further comprise an electrode comprising a 
compound constructed of a material selected from a group 
consisting of iridium, platinum, aluminum, ruthenium, 
rhodium, palladium, tantalum, titanium, chromium, 
molybdenum, cobalt, nickel, iron, copper, silver, zirconium, 
tungsten, and polysilicon. 


* * * * * 
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